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ELECTRICAL COMMUNICATIONS TECHNIQUE 
AND ITS APPLICATIONS IN ALLIED FIELDS 



THE NEW MODULATION MONITORS 


UK Federal Communica¬ 
tions Commission, recog¬ 
nizing the importance both 
| to broadcasters and to the 
|>tihli<’ of o|>crating 
every broadcast 
channel at a high 
efficiency, has for 
several years re¬ 
quired that all 
transmitters be 
capable of satisfac¬ 
tory operation at a 
modulation level of 
at least 75%. By a 
recent amendment to Bole 139 the 
Commission now requires that trans¬ 
mitters shall be capable of the still 
higher efficiency possible with the re¬ 
cent advances in design, and that 
means shall be available for continu¬ 
ously checking the modulation per¬ 
centage. The amended Buie 139 says 
in effect: 

(a) That all broadcasting trans¬ 
mitters shall be capable of delivering 
authorized power with a modulation 
of at least 85%; and that the total 


audio-frequency distortion generated 
by the transmitter at this level shall be 
not over 10%. 

lb) That all stations shall have an 
approved modula¬ 
tion monitor. 

According to 
the Commission’s 
specifications, 
approved monitors 
must i n c I u d e a 
means by which the 
percentage of 
modulation can hr 
continuously and 
easily read at all times, anil must be 
equip]>ed with an over-modulation 
alarm signal. 

The purpose and usefulness of the 
monitor are immediately apparent. By 
its use station operators can maintain 
the highest possible modulation con¬ 
sistent with good broadcast practice, 
and, when modulation exceeds the 
capability of the transmitter, the 
alarm flashes a warning. \ reasonable 
balance between inefficient under¬ 
modulation and distorted over-niodu- 



The recent amendment of Knle 
139 by the Bromleant Division of 
the Federal (lommunications 
('.mumission in of vital interest to 
everyone connected with radio 
broadcasting. Thi» article di»- 
cuH»ca the «|>ccificalion* covered 
by Section (d) of Rule 139 from 
the viewpoint of the broadcasting 
station engineer and o|»eratnr. 
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lation is thus made possible. These 
characteristics are discussed more in 
detail later in this article. 

Early in 1931 the General Radio 
Company placed on the market one of 
the first commercial modulation me¬ 
ters, the Type 457. This instrument 
was accurate, simple to operate and 
for the first time provided a means for 
easily determining modulation per¬ 
centage without elaborate testing 
equipment. It was, however, a balance- 
operated device, not direct reading, 
and good only for steady-stale condi¬ 
tions of modulation. The present need 
is for a direct-reading instrument 
which will follow accurately the rapid 
fluctuations resulting from voice or 
music modulation of the broadcast 
transmitter. The Type 731-A Modula¬ 
tion Monitor* has been developed to 
meet this need. 

The first considerable number was 
installed in April, 1935, in the owned 
and affiliated stations of the Columbia 
Broadcasting System as a part of the 
complete Class 730-A 'Transmission 
Monitoring Assembly. The field trials 
thus obtained were of great assistance 
in determining how these instruments, 
and particularly the modulation moni¬ 
tors. worked out in practice in repre¬ 
sentative stations. 

The transmission monitoring assem¬ 
bly not only provides the means for 
maintaining a continuous monitor of 
modulation percentage, hut also for 
measuring the total harmonic distor¬ 
tion and the residual noise level of the 
transmitters. The modulation monitor 
is, of course, entirely self-contained 
and not dependent upon the other 
units in the assembly. 

* Monitoring of Broadcjutinf Station*. L. B. Arguiinbau. 
General Radio Faptrimmttr. IX. 8 and 9. January and 
February. 1935. 


The Federal Communications Com¬ 
mission lias specified in detail the elec¬ 
trical requirements of a suitable moni¬ 
tor. These requirements are met ex¬ 
actly by the General Radio T TPE 731-A 
Modulation Monitor. 

The specifications are the result of 
a long study of the problem. In order 
to obtain the various viewpoints, the 
Commission held several conferences 
which were attended hv engineering 
representatives of many operating 
companies and manufacturers. As a 
result of this study of the monitoring 
requirements of the broadcasting sta¬ 
tion, thefinal specifieationswere drawn, 
taking into consideration that the 
monitor as an instrument had to be 
simple in operation, accurate, and not 
expensive. 

The important features which the 
monitor must provide are: 

(1) A d-c meter for setting the aver¬ 
age rectified carrier. 

(2) A peak indicating fight which 
flashes on all peaks exceeding a prede¬ 
termined value set at will by operator. 
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(3) A meter indieating continuously 
the |>ercentage modulation. 

The d-c meter has two functions: 
first, it provides a means for indicating 
the reference carrier level at which the 
monitor is to operate and, second, it 
shows carrier shift during modulation, 
which is a warning of inequalities in 
positive and negative peaks, with the 
resulting probability of distortion. 

The flashing light operates when the 
modulation exceeds any percentage 
that has been pre-set by the operator. 
The setting of the level of modulation 
above which the lamp flashes is deter¬ 
mined by the modulation capability 
of the transmitter and by the type of 
program. It is set to flash with moder¬ 


ate frequency while things are func¬ 
tioning normally. This is usually at a 
level of about 85% or higher. After a 
little experience, the normal rate of 
flash to be expected from any particu¬ 
lar class of program material becomes 
familiar to the operators. 

When used at first in conjunction 
with a monitoring louds[>eaker, a sur¬ 
prising facility of modulation level 


maintenance is developed by the use 
of the light alone. If, without a change 
in program, the rhythm of the flashes 
is markedly changed, the operator is 
immediately warned that something is 
wrong. If the flash rale slows down or 
stops, the modulation level has dropped 
too low, and if the light flashes contin¬ 
uously or not in synchronism with the 
loudspeaker monitor, trouble has de¬ 
veloped in the transmitter. Since the 
light is visible at some distance, close 
attention to the monitor is not required. 
An electrical counter may be attached 
to provide a record of the number of 
over-modulation flashes occurring in a 
given period. 

The third requirement is a meter 
which reads the actual percentage of 
modulation at all times. It can be 
switched to read either the positive or 
the negative modulation percentage. 
The meter has the new high-speed 
movement and is about critically 
damped. It reaches full-scale deflection 
in about 100 milliseconds with almost 
no overswing, and returns to zero in 
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about the same time, ff used directly 
on voice or music programs this high 
speed movement would follow the 
rapidly changing levels faithfully, hut 
its speed is so great that accurate 
monitoring would be difficult, and it 
would he rather tiring to watch it for 
any length of time, especially for those 
who are used to the lazy movement of 
the older volume indicator meters. 

To avoid this it has been specified 
that the circuits of the monitor must 
be arranged so that, when a pulse of 
modulation between 40 and 90 milli¬ 
seconds in duration occurs, it is stored 
electrically until the meter can reach 
90' f of its steady-state deflection. It is 
not desirable that shorter pulses show 
so prominently on the meter as these 
short hursts do not contain enough 
energy to he bothersome in case of over- 
modulation.The electrical circuit stores 
the pulse and then discharges rather 
slowly, the time for the meter to return 
from full scale to 10% of full scale being 
specified as between 500 and 800 milli¬ 
seconds (it is 700 milliseconds in the 
Type 731-A Modulation Monitor). 
The result is a meter action which goes 
up extremely rapidly with modulation 
peaks and returns relatively slowly. 
This action has been selected for several 
reasons: 


(a) A high-speed meter movement 
without the retarded return speed is 
rather difficult to follow by eye and 
soon results in fatigue, as mentioned 
previously. 

(b) Monitoring is greatly facilitated 
when the meter stays at its top reading 
for a short time so that the peaks can 
be read. 

(c) There is the feeling by observers 
that the meter reading corresponds 
with the sound heard by ear. This is a 
psychological effect and, although not 
of great importance, assists in monitor¬ 
ing. The dual-speed action (fast-up, 
slow-retum) giveB the impression that 
the monitor is following the peaks of 
the envelope of the modulation, and, 
in fact, it is registering faithfully the 
important modulation peaks as they 
occur, and the "floating” reading 
makes monitoring relatively a simple 
matter. 

An additional requirement specifics 
that the monitor must have an ex¬ 
tremely good audio-frequency charac¬ 
teristic (± 0.5 db from 30 to 10,000 
cycles). This permits accurate measure¬ 
ments to be made of the over-all fre¬ 
quency response of a transmitter. 

T he foregoing paragraphs discuss 
the principal features of the specifica¬ 
tions for modulation monitors aspub- 



Punel view nf Tvpe 731-A Modulation Monitor 
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lisltcd liv the Federal Communications 
Commission in a letter dated October 
29, 1935, supplementing the new 

amended Rule 139. 

\ll monitors to be approved by the 
Commission are first carefully checked 
b\ the Bureau of Standards. At the 


time of our going to press the Bureau 
was not prepared to begin these tests, 
but, when the test set-ups are ready, a 
stock model of the General Radio 
modulation monitor will be submitted 
for test in order to obtain formal 
approval. Aktih it E. Thiks.se> 


Speeilieations for the Type 731-A Modulation Monitor will gladly be 
sent on request. A limited number of instruments are available for 
immediate delivery. Orders will also be accepted with delivery contin¬ 
gent upon approval by the Federal Communications Commission. 

Type Code Wont Trice 

731-A | Modulation Monitor*. . | exist | $195.00 

* Thin iiiatruincnl is nm mi far turret and sold under the following IJ. S. Patents and license agreement*: 

Patent No. 1.999,869 
Patent No. 2,012.291 
Patent Applied For. 


mm 

A NOTE ON THE MEASUREMENT OF METER SPEEDS 


T ut: measurement of meter speed in 
the new modulation monitor pre¬ 
sents an interesting problem. Photo¬ 
graphing the action of the meter with 
a high-speed camera and a stroboscopic 
light source is a satisfactory method. 


The plots of Figure l and Figure 2 
were made from data obtained from 
this type of motion picture record. In 
order to compare accurately the mo¬ 
tion of the pointer with the duration 
of the pulse, the modulation meter and 



Florae 1 (left). Plot of meter deflection vs. time when a pulse of 55 milliseconds duration is 
applird. The pulse length is just suflieient to bring the meter to 90' , of its steady-state reading 
on u pulse of the same amplitude. Note that the meter does not reach its maximum deflection 
until after the end of the pulse 

n 

I- ,n ttK 2 (right). Deflection vs. time plot showing the meter returning to zero. The time 
required for the meter to return to 10% of its initial reading is 700 milliseconds 
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a cathode-ray oscillograph were set up 
side by side, and the pulse applied to 
the meter was used to deflect the oscil¬ 
lograph beam. Flashing the stroboscope 
lamp at a sj>eed of 60 per second gave a 
sufficiently complete record. From Fig¬ 
ure 3, which shows a section of film, it 
will he noted that the trace on the 
cathode-ray tube is recorded contin- 


Ficure 3. A section showing two frames of 
the motion picture record. The order of pro¬ 
gression is from top to bottom. 'Hie oscillo¬ 
gram is recorded continuously while the meter 
is photographed at intervals of l/60lh second 
hy means of the stroboscopic Hush. The index 
mark was placed opposite the spot on the 
cathode-ray tube and indicates the position of 
the spot at the instant each photograph is 
taken. When the oscillogram becomes a 
straight line, showing the end of the pulse, the 
meter has not yet reached its maximum read¬ 
ing. This is shown graphically in Figure 1. In 
this photograph the oscillogram has been re¬ 
touched to make it suitable for halftone re¬ 
production 


uously, while the meter is photographed 
at intervals of 1 /60th second. 



A DIRECT-INDICATING AUDIO-FREQUENCY METER 



A dikect-indicating audio-fre- 
queney ineter is a great conve¬ 
nience in many laboratory measure¬ 
ments, or in production and testing 
operations where a large number of 
measurements must be quickly made. 
In some cases, a continuous indication 


of the value of a varying frequency is 
required. To meet these requirements, 
the Type 831-A Electronic Frequency 
Meter has been developed. This instru¬ 
ment is of radically new design, is 
direct reading from zero to 5000 cycles 
per second, anil operates from the a-c 
line. 

The meter consists, essentially, of an 
amplifier, a gas-discharge-tube counter, 
and an indicator. The fundamental 
circuit design of the instrument was 
devised by Dr. F. V. Hunt.* 

Figure 1 is a schematic diagram show¬ 
ing the important circuit elements. A 
detailed explanation of the operation 
of the circuit will be found in a rece... 

• Cruft Laboratory, Ilurvart) University. 
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article! by Dr. Hunt published in the 
Review of Scientific Instruments. 

The principle of oftcration is. briefly, 
as follows: On the application of an 
alternating voltage to the grids of the 
gas-discharge tul>es, the tubes become 
alternately conducting and non-con¬ 
ducting. At each transition of the cur¬ 
rent from one tube to tbe other, a 
single, short current pulse is sent 
through the indicator circuit. As the 
successive current pulses are identical, 
the meter reading will depend only on 
the number of pulses per second, or the 
frequency. 

The instrument includes a one- 
stage amplifier, the gas-discharge-tube 
counter circuit, diode switching tube, 
frequency-indicating meter and power 
supply (with rectifier and voltage 
regulator). 

The amplifier provides for satis¬ 
factory operation on signal inputs of 
three volts or less, and also provulcs 
a high impedance input circuit (one 
megohm). By the arrangement of the 
amplifier circuit, provision is made for 
satisfactory operation over a wide 
range of signal input voltages, up to 
200 volts, with no change in indication 
of frequency. 

Five ranges are provided, each 
starling at zero and extending to 200, 

| A Direct- KmiIidk Frequency Meter Suitable for High- 
Speed Hernriling. nsvisu' of Visn/i/ir Inurumtnlt, 6, 2, 
January, 193$. 


Fici RK I. Schematic circuit diagram 
of the electronic frequency meter. 
For convenience, batteries are shown 
supplying the grit! and meter bi¬ 
ases. T| is an urnpliiier, T ? and 7* 
are ga» - diwlinrgv tubes; T, is a 
double diode, and T a voltage regu¬ 
lator. The circuits /?, C, control the 
voltage on the grills of the gas-dis¬ 
charge tube*; the circuits n m , Cm. 
“°* control the action of the double 
££‘v diode 

■ O- 

500, 1000. 2000. and 5000 cycles. The 
desired range is selected by means of a 
multiplier switch mounted on the 
panel. Individual adjustments are pro¬ 
vided for making the indication agree 
with the scale of the meter on each 
range. These adjustments are made at 
the factory, hut, if necessary, readjust¬ 
ment may he made in the field. All 
adjustments are accessible from the 
panel, which is intended for mounting 
in a 19-inch relay rack. 

The Type 831-A Electronic Fre¬ 
quency Meter is a time-saving aid in 
frequency measurements, such as the 
routine checking of a large number of 
radio transmitters. Generally, in such 
eases, the first question to he answered 
is: "Is the station frequency within the 
allowed tolerance?” and second. "How 
much does the station frequency devi¬ 
ate from the assigned value?” Both 
•piestions may he answered by the 
meter, but. having answered the first, 
often no further attention need he 
given to those stations falling well 
within the allowed tolerance. 

In crystal grinding ami similar 
adjustment operations, the indica¬ 
tions of the frequency meter provide a 
continuous check on the progress of 
the adjustment indicating when 
coarse adjustment is safe and also 
indicating when line adjustments must 
he made to obtain tbe final desired 



IET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11 590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 



























8 


THE GENERAL RADIO EXPERIMENTER 



FlCURE 2. Panel view of Type 8S4-A Electronic Frequency Meter 


value. Another example of this use is 
in tuning motor horns, chimes, and 
similar devices, where the continuous 
indication of the frequency is invalua¬ 
ble tluring the progress of adjustment. 

When utilized with a sound or vibra¬ 
tion pickup, the frequency meter is 
valuable in analyzing vibrations in 
machinery. 

A simplified model of the electronic 


frequency meter will shortly he avail¬ 
able for use in monitoring radio trans¬ 
mitters. This instrument, the Type 
682-A Frequency-Deviation Meter, is 
intended to operate in conjunction with 
the Type 475-A Frequency Monitor 
which furnishes the power supply for 
the frequency meter, as well as the 
audio-frequency beat tone on which 
the meter operates. —J. K. Clapp 


The Type 83'1-A Electronic Frequency Meter it* available for immctliale delivery. Tin* instrument is manufactured 
and sold cinder the following U. S. Patents and license agreements: 

Designs and patent applications of Dr. F. V. Hunt. 

Patents of the American Telephone and Telegraph Company, solely for utilization in research, investigation, meas¬ 
urement, testing, instruction and development work in pure and applied science. 


Type 


Code Word 

Price 

83-1-A 

| Electronic Frequency Meter 

MUCUS 

8250.00 


rpilK General Radio EXPERIMENTER is mailed without charge each 
* month to engineers, scientists, technicians, and others interested in 
communication-frequency measurement and control problems. When 
sending requests for subscriptions and address-change notices, please 
supply the following information: name, company name, company ad¬ 
dress, type of business company is engaged in, and title or position of 
individual. 

GENERAL RADIO COMPANY 

30 State Street - Cambridge A, Massachusetts 
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